[Immunosorbent agglutination assay: comparison with other methods of indirect detection of anti-Toxoplasma gondii IgM].
Results obtained from the use of ISAGA method onto 180 serum samples in order to estimate its sensibility, specificity and reliability in detection of IgM anti-Toxoplasma gondii are referred. A comparison between ISAGA and ELISA-IgM or ISAGA and AD-GF/AD-2ME shows that the results coincide and that specificity and sensibility make it reliable in indirect detection of acquired or congenital toxoplasmosis.